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Determination of silver traces in the presence of copper, zinc and sulphate ions by a catalytic
method was studied. The highly sensitive method of silver determination is based on the ca-
talytic effect of silver ions on the oxidation of salicylic acid by persulphate in the presence of
2,2'-dipyridyl as an activator. The reaction was followed spectrophotometrically by measuring
the rate of change in absorbance with time at 420 nm after 10 min of reagents mixing. The
sensitivity, precision and accuracy of the determination of silver traces were investigated in
solutions containing excesses of interfering ions. The studied range of interfering ions con-
centrations was 8 × 10–6 to 2.4 × 10–2 mol dm–3 and corresponds to an amount ratio of inter-
fering to silver ions from 50 to 150 000. The performed analyses showed that the accuracy and
precision of silver trace determination by the proposed method is high even in the presence of
a huge amount excess of interfering ions. The method was used for quantitative determination
of silver contents in a copper foil and in a zinc rod. The obtained results were compared with
the analyses performed by FAAS.
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INTRODUCTION
The ultra-pure copper foil produced by electrorefining
usually contains a few µg g–1 of silver. This content of
silver modifies significantly the physical properties of
metallic copper, e.g., electrical and thermal conductivity,
resistance to corrosion, plastic behaviour.1 Hence, the de-
velopment of a simple method for determination of silver
in copper or other metallic materials is highly desirable.
Trace amounts of silver can be directly determined
in various matrices by inductively coupled plasma mass
spectrometry (ICP-MS),2,3 inductively coupled plasma
atomic emission spectrometry (ICP-AES)4 or electrother-
mal atomic absorption spectrometry (ETAAS).5,6 These
methods, however, require expensive analytical instru-
mentation. Flame atomic absorption spectrometry (FAAS)
is effectively used for quantitative determination of sil-
ver, but its detection limit is only about 0.1 mg dm–3 in
the presence of a huge excess of matrices. A very sen-
sitive spectrophotometric method used for silver deter-
mination in the trace range of concentrations (several
ng cm–3) is described in our paper.7 The method is based
on the catalytic action of Ag+ ion in the oxidation of sa-
licylic acid by ammonium persulphate in the presence of
2,2'-dipyridyl as an activator.
The aim of this paper is to study the effects of cop-
per, zinc and sulphate ions concentrations on silver trace
determination in samples containing a large excess of in-
terfering ions. Special emphasis is laid on the accuracy,
precision and sensitivity of silver determination in the
presence on interfering ions.
EXPERIMENTAL
The procedure of glassware pre-treatment before use and
preparation of basic solutions were described in our previous
paper.7 Solutions used for the interference study of copper
or zinc ions were prepared on the base of copper or zinc
sulphates. The interfering effect of SO42– ion was investi-
gated in a sulphuric acid solution.
Basic solutions used for the preparation of the sample
were kept at (40 ± 0.1) °C. The sample for the study was pre-
pared in the following manner: 2 cm3 of a solution contain-
ing the interfering ion was added into a 25 cm3 measuring
flask, then 0.5 – 4.5 cm3 of 2 × 10–6 mol dm–3 AgNO3 (only
for the calibration curve), 0.8 cm3 of 8 × 10–3 mol dm–3 2,2'-
dipyridyl, 3 cm3 of 0.44 mol dm–3 ammonium persulphate
and 3 cm3 of 0.03 mol dm–3 salicylic acid were added. The
mixture was filled up to 25 cm3 with the buffer solution to
adjust pH to 5.0, mixed and placed in a thermostatic bath
for 10 min at a temperature of (40 ± 0.1) °C. The solution
was then cooled in a water-ice mixture for 5 min and ab-
sorbance was measured at 420 nm using the buffer solution
as a reference. Five cm path length quartz cells were used.
In the interference study, copper or zinc ions were quantita-
tively masked with EDTA before putting them into the reac-
tion flask. Optionally, for samples with the highest concen-
tration of Cu2+ or Zn2+ ion (0.2 mol dm–3), an additional
volume of 0.1 mol dm–3 EDTA was introduced to mask
completely the interfering ions.
A few 0.5 g samples of a copper foil and a zinc rod
were dissolved in 100 cm3 hot 1:1 HNO3. Solutions were
analyzed by the proposed and FAAS methods after proper
dilutions.
RESULTS AND DISCUSSION
Characteristics of the Analytical Method
Corrected molar absorptivity, (ec), and molar absorptivity,
(e), for silver traces determination by the proposed method
were calculated on the basis of seven identical measure-
ments in the solution containing 1.6 × 10–7 mol dm–3 of
Ag+ ion. The estimated values of molar apsorption coeffi-
tients e and ec were (6.95 ± 0.31) × 105 and (6.83 ± 0.34)
× 105 dm3 mol–1 cm–1, respectively. It is worth noticing
that e and ec were calculated for the fixed time method
and cannot be identified with real molar absorptivity. How-
ever, experimental values of e and ec are consistent with
molar absorptivities for a reaction based on the catalytic
effect.8 Moreover, they are also one order of magnitude
higher than the ones observed for reactions based on the
formation of binary or ternary complexes.9–11 The rela-
tive absorbance of 7–9 samples was plotted against silver
ion concentrations (mol dm–3) and used as a calibration
curve. The average slope of calibration curves over the
range of silver ion concentrations from 4.3 to 38.8 ng dm–3
was calculated in order to express the sensitivity of the
method. The obtained value was (3377 ± 74) × 103. To
characterize the precision of the method, analyses of
silver content in a standard silver solution containing
1.6 × 10–7 mol dm–3 Ag+ were performed. The results of
eight independent analyses gave the value of 1.67 × 10–7
(± 8.22 × 10–10) mol dm–3 of Ag+ ion. The error of accu-
racy calculated from eight independent analyses perform-
ed for the standard silver solution was 4.4 %. The estab-
lished detection and determination limits were 3.56 × 10–9
mol dm–3 and 7.12 × 10–9 mol dm–3 of Ag+, respectively.7
Interference Study and Real Samples Analyses
The sensitivity, precision and accuracy of the analytical
method were examined in the presence of copper, zinc
or sulphate ions masked with EDTA. The studied range
of the interfering ion concentration ranged from 8 × 10–6
to 2.4 × 10–2 mol dm–3 and corresponds to the amount
excess ("molar excess") of the interfering ion from 50 to
150 000. Amount excess of the interfering ion, (E), was
defined as the ratio of amount concentrations of interfer-
ing and silver ions. For each interfering ion concentra-
tion, five calibration curves, plotted as absorbance vs. Ag+
ion concentration, were examined.
The reduced coefficient of sensitivity, (R), defined
as the ratio of the average slope of calibration curves for
the interfering ion masked with EDTA to the average
slope of calibration curves for samples without the inter-
fering ion, was calculated for each studied concentration
of interfering ions. The results are presented in Figure 1.
For solutions containing only H2SO4 as the interference
agent, the sensitivity of the method decreases slightly
with increasing concentration of the sulphate ion. This
can be attributed to the effect of decreasing molar absorp-
tivity with increasing ionic strength of the solution. In
the case when copper ions are present in the solution, a
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Figure 1. Reduced coefficient of sensitivity for various concentra-
tions of interfering ions.
monotonic decrease in sensitivity of the method is ob-
served with increasing concentration of the interfering ion.
For zinc ions, the sensitivity of silver determination re-
mains almost constant up to a zinc ion concentration of
8 × 10–4 mol dm–3, but the sensitivity of the method de-
creases drastically for higher concentrations. This decrease
is so sharp that at a concentration of 2.4 × 10–2 mol dm–3
ZnSO4 calibration curves lose their linearity and deter-
mination of silver becomes impossible. Different inter-
fering effects of copper and zinc ions in solutions con-
taining the highest concentration of these ions can be ex-
plained by the lower masking efficiency of the zinc ion
than the copper ion masked with EDTA at pH = 5.0.12
To evaluate the precision of silver determination at
various interfering ion contents, five samples containing a
constant concentration of silver ion (1.6 × 10–7 mol dm–3)
and varying excess of the interfering ion were assayed.
For each amount excesses of interfering ions, at least 7
analyses of silver contents were performed and relative
standard deviations were calculated (Table I). The data col-
lected in Table I show that the average relative standard
deviation (RSD) increases with increasing concentration
of the copper ion, with one exception at the concentra-
tion of 8 × 10–3 mol dm–3. These results suggest that the
precision of silver determination in the presence of cop-
per ions decreases slightly with increasing concentration
of the copper ion. The precision of silver determination
is very good in the range of copper ion concentrations
between 8 × 10–6 and 8 × 10–3 mol dm–3. For higher cop-
per ion contents, the precision of silver determination is
significantly reduced. For the case when zinc or sulphate
ions are present in the solution, the precision of silver de-
termination is satisfactory for the whole range of inter-
fering ion concentrations (RSD lower than 1 %). Note
that for the zinc ion concentration (introduced as zinc
sulphate) lower than 8 × 10–5 mol dm–3, only sulphate
ions are responsible for the precision of determination.
For higher concentrations of zinc sulphate, both zinc and
sulphate ions are responsible for reduced precision.
Determination of silver contents in the copper foil and
zinc rod was performed in order to study the accuracy of
the proposed analytical method. The data were compar-
ed with the results of FAAS analyses. The concentration
of silver and copper ions in the solution prepared on the
basis of the copper foil was 1.89 × 10–5 mol dm–3 (2.039
mg dm–3) and 0.39 mol dm–3, respectively. The amount
excess of copper ion in the studied solution was about
20 600. The same analyses were performed for a solu-
tion containing 1.95 × 10–5 mol dm–3 (2.130 mg dm–3)
Ag+ in the presence of 0.79 mol dm–3 Zn2+ ion. In the
latter case, the excess of zinc ion amounted to 40 500.
The results of four independent analyses are collected in
Table II. The relative uncertainty in the silver determina-
tion, defined as G =
t S
x n
x⋅
⋅
where: t – Student’s coeffi-
cient for the confidence level 0.95 and n equals 3, was
calculated and is given in Table II. From the comparison
of G values it can be seen that the precision of FAAS
analyses was slightly better than the proposed method.
This can be explained in terms of the total error of dilu-
tions, which were made for silver determination by the
proposed method. Silver determination by the proposed
method requires additional dilutions of samples prepared
from the copper foil or zinc rod whereas in the FAAS
method the basic samples prepared from the copper foil
DETERMINATION OF SILVER TRACES 149
Croat. Chem. Acta 80 (1) 147¿150 (2007)
TABLE II. Silver ion concentration in solutions, determined by the
proposed method and the FAAS method(a),(b)
Proposed method FAAS method
(gAg ± Sg) / mg dm
–3 G / % (gAg ± Sg) / mg dm
–3 G / %
Cu2+ excess (E = 20 600)
1.954 ± 0.030 2.82 1.801 ± 0.010 1.02
1.838 ± 0.006 0.60 1.795 ± 0.006 0.58
1.989 ± 0.049 4.52 1.903 ± 0.011 0.90
1.887 ± 0.040 3.89 1.843 ± 0.009 1.06
Zn2+ excess (E = 40 500)
1.972 ± 0.053 4.92 1.968 ± 0.008 0.74
2.078 ± 0.053 4.68 1.935 ± 0.008 0.76
1.761 ± 0.026 2.71 1.959 ± 0.030 2.81
1.932 ± 0.009 0.85 1.912 ± 0.012 1.15
2.025 ± 0.017 1.54 1.964 ± 0.018 1.68
1.946 ± 0.041 3.87 1.939 ± 0.014 1.32
(a) The exact silver ion concentration in the presence of accompanying
Cu2+ or Zn2+ ions was 2.039 and 2.130 mg dm–3, respectively.
(b) G =
t S
x n
x⋅
⋅
, t – Student’s coefficient for the confidence level 0.95
and n equals 3.
TABLE I. Average relative standard deviation (RSD) for different
amount excesses of interfering ions(a)
c (interf. ion) E (b) RSD / %
mol dm–3 Cu2+ Zn2+ SO4
2–
0 0 0.49 0.49 0.49
8 ´ 10–6 50 0.73 0.42 0.52
8 ´ 10–5 500 0.78 0.33 0.38
2.4 ´ 10–4 1 500 – 0.29 –
8 ´ 10–4 5 000 1.02 0.74 0.30
2.4 ´ 10–3 15 000 – 0.47 –
8 ´ 10–3 50 000 0.80 0.51 0.28
2.4 ´ 10–2 150 000 2.22 – 0.59
(a) Silver ion concentration was 1.6 × 10–6 mol dm–3.
(b) E – amount excess of the interfering ion, defined as the ratio of amount
concentrations of interfering and silver ions, c(interf. ion) / c(Ag+).
or zinc rod can be directly analyzed. Still, the precision
and accuracy of silver determination by the proposed
method are satisfactory for a large amount excess of
copper or zinc ions present in the studied solutions.
CONCLUSIONS
The sensitivity and precision of the catalytic method
monotonically decrease with increasing concentration of
the copper ion, but they are still satisfactory even at a
very high amount excess of the interfering ion (about
150 000). Silver ion determination in solutions contain-
ing more than 8 × 10–3 mol dm–3 of Zn2+, corresponding
to the amount excess of 50 000, can be performed with
low sensitivity. The precision of the method is almost in-
dependent of the zinc and/or sulphate ion concentration
in the range of concentrations from 8 × 10–6 to 2.4 × 10–2
mol dm–3. These concentrations correspond to the range of
amount excess of the interfering ion from 50 to 150 000.
However, the accuracy of the proposed method is slight-
ly worse than the FAAS method but is still satisfactory
for the trace determination. The proposed method allows
determining a much lower concentration of the silver ion
than the FAAS method. The proposed method can be used
for determination of silver contents in metallic and non-
typical samples containing very low silver contents. The
great advantages of the proposed method are its simpli-
city and the low cost of analysis.
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SA@ETAK
Odre|ivanje tragova srebra u metalnom bakru i cinku visoke ~isto}e kataliti~kom
fotometrijskom metodom
Grzegorz D. Sulka i Marian Jaskula
Istra`ivan je kataliti~ki postupak odre|ivanja tragova srebra u prisutnosti bakrovih, cinkovih te sulfatnih
iona. Visoko osjetljiva metoda odre|ivanja srebra temelji se na kataliti~kom u~inku srebrovih iona na oksidaciju
salicilne kiseline persulfatom u prisustvu 2,2'-bipiridila kao aktivatora. Reakcija je pra}ena spektrofotometrij-
ski mjerenjem brzine promjene apsorbancije s vremenom pri 420 nm 10 minuta nakon mije{anja reaktanata.
Osjetljivost, preciznost i to~nost odre|ivanja tragova srebra ispitivane su u otopini koja je sadr`avala vi{ak
bakrovih odnosno cinkovih iona. Istra`ivano podru~je koncentracija bakrovih odnosno cinkovih iona bilo je od
8 ×10–6 do 2,4 ×10–2 mol dm–3, {to je odgovaralo omjeru koncentracija c(Cu2+) / c(Ag+) odnosno c(Zn2+) /
c(Ag+) od 50 do 150 000. Provedene analize pokazale su veliku to~nost i preciznost odre|ivanja tragova srebra
kori{tenom metodom ~ak i kad su bakrovi odnosno cinkovi ioni prisutni u velikom suvi{ku. Postupak je ko-
ri{ten za kvantitativno odre|ivanje sadr`aja srebra u bakrenom listi}u odnosno cinkovom {tapi}u. Postignuti
rezultati uspore|eni su s rezultatima FAAS analize.
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